MEDICAL DEPARTMENT INSCAT (INSURV INSPECTOR CATALOG)
INSPECTION PREPARATION AND SELF-EVALUATION CHECKLIST
JANUARY 2003

This checklist provides a list of all potential material items that the
INSURYV inspector may evaluate, as applicable, during the inspection.
References are provided with each inspection item. The final deficiency
cards will be written using the same or similar wording to these standard
cards.

Medical and dental inspection items consist of material and installed
equipment evaluations and demonstrations only. Medical and dental
administrative programs are not inspected, with the exception of medical
waste management (under EP), potable water logs, and NAVOSH medical
surveillance programs (under OH).

MD Depart nent

2GVD MEDI CAL, Bl O REFRI GERATOR ALARM ( SSBN) :
Serial # : Loc : RAC :
WC : CSMP Nane: Bl O REF ALARM

- THE Bl OLOG CAL REFRI GERATOR DI D NOT HAVE A H G+ LOW
TEMPERATURE SENSOR | NSTALLED.

- THE BI OLOG CAL REFRI GERATOR DI D NOT MAI NTAI' N PROPER
TEMPERATURE.

- THE BI OLOG CAL REFRI GERATOR ALARM WAS | NOPERATI VE.

COVSUBLANT/ PACI NST 6000. 2C, ARTI CLE 4. 1(E)

JSN :

2G\VD MEDI CAL, OXYGEN CYLI| NDERS:
Serial # : Loc : RAC :

WC : CSMP Nane: O2 CYL

- BRACKETS WERE NOT AVAI LABLE TO SECURE MEDI CAL OXYGEN

CYLI NDERS

- OXYGEN REGULATORS HAD THE FOLLOW NG DEFI Cl ENCI ES:

- OXYGEN TANKS HAD THE FOLLOW NG DEFI Cl ENCI ES:

- OXYGEN CYLI NDERS WERE NOT CAPPED/ TAGGED W TH DD FORM
1191/ TAGGED TO RECORD REQUI RED PRESSURE READI NG.

- OXYGEN CYLI NDERS DI D NOT HAVE A CURRENT HYDROSTATI C CHECK.
- TWO OXYGEN REGULATORS WERE NOT AVAI LABLE.

- A NON- FERRQOUS, NON- SPARKI NG WRENCH WAS NOT AVAI LABLE FOR
ATTACH NG THE REGULATOR.



SEAVWOLF:
STOMGE FOR FOUR OXYGEN CYLI NDERS WAS NOT PROVI DED (2 NEAR
WARDROOM 2 NEAR Al L SPACE)

OPNAVI NST 5100. 19C, D1509

COMSUBLANT/ PACI NST 6000. 2C, ARTICLE 4.2.1
MP MD-172

SEAWOLF BUI LDERS SPEC 652

JSN :

2G\D MEDI CAL, PEST CONTROL:

Serial # : Loc : RAC :

WC : CSMP Nanme: PEST CONTROL
- MDR HAS NOT COVPLETED SHI PBOARD PEST CONTROL MANAGEMENT
COURSE AND ANNUAL RECERTI FI CATI ON
- PESTI Cl DES WERE STORED ON BOARD (ONLY COVBAT BAI T STATI ONS
ARE AUTHORI ZED)
- SUB DI D NOT HAVE VALI D DERATI ZATI ON CERTI FI CATE (GOOD FOR
SI X MONTHS FROM DATE OF | SSUE) .
COMSUBLANT/ PACI NST 6000. 2C
NAVMED P-5010-8-9

JSN :

2G\D MEDI CAL, ANTI DOTE LOCKER:

Serial # : Loc : RAC :

WC : CSMP Nane: ANTI DOTE LKR

JSN :

THE PO SON ANTI DOTE LOCKER:

- WAS NOT LOCATED I N AN AREA ACCESSI BLE TO THE CREW AND
FRESH WATER.

- WAS NOT SECURED W TH A SEAL THAT COULD BE BROKEN EASI LY.

- DID NOT HAVE A LOCAL PO SON CONTROL PHONE NUMBER

ACCESSI BLE.

- WAS NOT PROM NENTLY MARKED WTH A HI GHLY VI SIBLE SIGN W TH
1/4 1 NCH HI GH LETTERI NG " ANTI DOTE LOCKER".

NOTE: FOR SEAVOLF:

- WAS NOT LOCATED | NVI CI NI TY OF CREWS WASHROOM ( FI RST
PLATFORM) .

- WAS NOT FI TTED W TH TWO EYEBOLTS FOR LEAD W RE SEAL.

COMSUBLANT/ PACI NST 6000. 2C, ARTICLE 4.1.2(A), 4.2.3
NAVY MEDI CAL MANUAL 21.8

SEAWOLK DRAW NG NAVSHI PS NR S3702-921917

SEAWOLF - LOCKER METAL LABEL M L-P-15024




2G\VD MEDI CAL, FI RST Al D BOXES:
Serial # : Loc : RAC :
WC : CSMP Name: FI RST Al D BOX

THE FOLLOW NG DEFI Cl ENCI ES WERE FOUND W TH SHI P' S FI RST Al D
BOXES:

- VEERE NOT | DENTI FI ED W TH RED CROSS AND/ OR LABELED, "FOR
EMERGENCY USE ONLY".

- VERE NOT PROPERLY SEALED.

- HAD DENTED CASE(S).

- HAD RUSTED HI NGES AND HASPS.

- HAD BROKEN HI NGES.

- VERE NOT SECURED W TH ADJUSTABLE STRAPS OR SHOCK STRAPS
FOR EASY REMOVAL.

- VERE M SSING TAG | NDI CATI NG THE MOST RECENT | NVENTORY AND
| NSPECTI ON

FOR SEAVWOLF SUBMARI NES:

- FIVE FIRST-Al D BOXES NAVSHI PS S3702- 921917, WERE NOT

I NSTALLED | N OR NEAR THE FOLLOW NG SPACES ( SPECI FY):

ENGI NE ROOM (2 BOXES).

AUXI LI ARY MACHI NERY ROOM NR1 ( ONE BOX) .

TORPEDO ROOM ( ONE BOX) .

COMVBAT SYSTEMS ELECTRONI C SPACE NRL ( ONE BOX).

-FOUR FIRST AID KI TS, GENERAL PURPOSE, RI G D CASE, WERE NOT
| NSTALLED | N:

ENG NE ROOM ( TVO KI TS).

COMMVAND AND CONTROL CENTER (ONE KI T).

CPQO/ CREW MESSROOM ( ONE KI T).

- THE MAIN MEDI CAL LOCKER SEAWOLF NAVSHI PS 83702- 851544

W TH LOCKI NG DOORS, WAS NOT PROVI DED IN THE VICINITY OF THE
WARDROOM

COMSUBLANT/ PACI NST 6000. 2C, ARTICLE 4.1.2
SEAWOLF DRAW NG S3702- 921917
SEAWOLF BUI LDERS SPEC 652

JSN :

2G\D MEDI CAL, STERI LI ZER ( SSBN):

Serial # : Loc : RAC :

WC : CSMP Nane: STERI LI ZERS
- STERI LI ZER WAS | NOPERATI VE.
- STERI LI ZER WAS UNABLE TO MAI NTAI N THE PROPER TEMPERATURE
AND PRESSURE.
- STERI LI ZER HAD THE FOLLOW NG DEFI Cl ENCI ES:
COMSUBLANT/ PACI NST 6000. 2C

JSN :

2G\VD MEDI CAL, STRETCHERS/ LI TTERS:

Serial # : Loc : RAC :

W C : CSMP Nanme: STRETCHERS



JSN :

STRETCHERS AND LI TTERS HAD THE FOLLOW NG DI SCREPENCI ES:

- ONE SPLINT EXTRACTION LI TTER AND ONE SAR MEDEVAC LI TTER
WERE NOT ON BOARD.

- ONE FLOTATION LITTER, WTH HO STI NG SLI NG AND TRAI L
ASSEMBLY, WAS NOT ONBOARD.

- HANDLI NG LI NES FOR LITTERS OF 1 1/2 I NCH THREE STRAND
NYLON, WERE NOT ON BOARD/ SUFFI CI ENT FOR VERTI CAL LI FTS.

COMSUBLANT/ PACI NST 6000. 2C, ARTICLE 4.2.2

2G\D

MEDI CAL, RESUSCI TATORS:

Serial # : Loc : RAC :

WC :

JSN :

CSMP Nane: RESUSCI TATORS

- THE AMBU/ RESUSCI TATOR W TH AN EAB HOOKUP WAS M SSI NG

RESUSCI TATOR EXTENSI ON HCSES:

- VERE NOT ON BOARD.

- DID NOT HAVE O- 8 AND O 30 OXYGEN FI TTI NGS.

- WERE NOT CERTI FI ED G2 CLEAN AND TAGCGED.

- WERE NOT BAGGED FOR READY USE.

- AMBU/ RESUSCI TATOR EAB HOOK- P HAD FACE MASK VALVE DESI GN
FAI LURE (1G SAFETY DEFI).

SEAVWOLF:

THE FOLLOW NG | TEMS WVERE M SSI NG FOR THE EAB HOOK- UP OF THE
RESUSCI TATOR:

- BUDDY RETROFI T COUPLI NG, MSA 459866.

- DBL MALE CONDUCTOR - 18NPT, MSA 459867.

- MSA DEMAND REGULATOR, MSA 91793.

- HOSE CLAMP, MSA 57909.

- BREATHI NG TUBE, MSA 457158.

- HOSE CLAMP, MSA 59709.

- AR SUPPLY HOSE, MSA 85571.

COMSUBLANT/ PACI NST 6000. 2C, ARTI CLE 4.2(C)
SEAWOLF BUI LDERS SPEC 652

2GWD

POTABLE WATER, CONNECTI ONS:

Serial # : Loc : RAC :

WC :

CSMP Nanme: POT WIR CONN

THE FOLLOW NG DI SCREPANCI ES WERE FOUND ON POTABLE WATER
CONNECTI ONS:

- POTABLE WATER RECEI VI NG CONNECTI ON HANDWHEELS WERE NOT
COLOR- CODED DARK BLUE.

- POTABLE WATER HOSES WERE NOT DI SCONNECTED WHEN NOT | N USE.
- POTABLE WATER RECI EVI NG CONNECTI ON WAS NOT LABELED

" DI SCONNECT HOSE WHEN NOT | N USE".



JSN :

- POTABLE WATER RECEI VI NG CONNECTI ON WAS NOT CLOSED W TH A
SCREW CAP ATTACHED W TH A KEEPER CHAI N.

- POTABLE WATER CONNECTI ONS WERE NOT LABELED " POTABLE WATER
ONLY" IN 1 INCH H GH LETTERS.

NAVMVED P-5010-6, ART 6-8.2
NSTM 533, PARA 533-2.1.2
COMSUBLANT/ PACI NST 6000. 2C, ARTI CLE 6. 2. 1(B)

2G\D

POTABLE WATER, BACKFLOW PREVENTI ON:

Serial # : Loc : RAC :

WC :

JSN :

CSMP Nane: BACKFLOW PREV

- WERE CONNECTED TO THE POTABLE WATER SYSTEM I N THE

FOLLOW NG LOCATI ONS:

- WATER BI BS ( THREADED FAUCETS) | NSTALLED FOR HOSE

CONNECTI ONS WERE NOT PROTECTED W TH A CUTOUT VALVE, A VACUUM
BREAKER BACKFLOW PREVENTER, AND A HOSE CONNECTI ON | NSTALLED
IN THAT ORDER FROM THE POTABLE WATER SYSTEM | N THE

FOLLOW NG LOCATI ONS:

- ATMOSPHERI C VACUUM BREAKERS (Al R GAPS) OR BACKFLOW
PREVENTERS WERE NOT | NSTALLED TO PROTECT THE POTABLE WATER
SUPPLY FROM CONTAM NATION I N THE FOLLOW NG LOCATI ONS:

NOTE: SEAWOLF BUI LDERS SPEC 532 REQUI RES Al R GAPS AT SUPPLY
TO GALLEY AND PANTRY SI NKS, OTHER SCULLERY EQUI PMENT,
LAUNDRY SI NKS, STERI LI ZERS, AND PLUMBI NG FI XTURES.

NSTM 533, PARA 533-2.3.5.3
NAVMED P-5010-6, ART 6-19
COMSUBLANT/ PACI NST 6000. 2C, ARTI CLE 6. 2

2G\D

POTABLE WATER, HOSES ( SSN):

Serial # : Loc : RAC :

WC :

CSMP Name: POT WIR HOSE
POTABLE WATER HOSES HAD THE FOLLOW NG DEFI Cl ENCI ES:

- HOSES WERE NOT PROPERLY STENCI LED " POTABLE WATER' EVERY 10
FEET.

- HOSES WERE DETERI ORATED/ USED FOR OTHER PURPOSES.

- HOSES WERE NOT STORED W TH ENDS COUPLED OR W TH SCREW TYPE
CAPS.

- HOSES WERE NOT A DARK BLUE COLOR

- THE HOSES WERE DANGLI NG I N OR VWERE PARTI ALLY SUBMERGED I N
THE HARBOR.

- HOSES WERE NOT STOWED ONLY | N POTABLE WATER HOSE LOCKERS.

NAVMED P-5010-6, ART 6-27
NSTM 533, PARA 533-2.1.2



COVSUBLANT/ PACI NST 6000. 2C, ARTI CLE 6. 2. 1( B)

JSN :

2G\VD POTABLE WATER, HOSE STOWAGE ( SSN):
Serial # : Loc : RAC :

WC : CSMP Nane: POT WIR HOSE STW

POTABLE WATER HOSE STOWAGE HAD THE FOLLOW NG DI SCREPANCI ES:

- LOCKERS WERE NOT VERM N PROCF/ LOCKABLE.

- LOCKERS DI D NOT HAVE HOSE/ FI TTI NG DI SI NFECTI ON

| NSTRUCTI ONS POSTED.

- LOCKERS WERE NOT LABELED "POTABLE WATER HOSE ONLY".
- LOCKERS WERE NOT LOCATED 18" ABOVE THE DECK.

NAVMED P-5010-6, ART 6-20

NSTM 553, PARA 533-2.1.3

COVSUBLANT/ PACI NST 6000. 2C, ARTI CLE 6. 2. 1( B)
SEAWOLF BUI LDERS SPEC 671

JSN :

2GVD MEDI CAL, CONTROLLED MEDI Cl NAL STOWAGE:
Serial # : Loc : RAC :

WC : CSMP Nane: MED STWG

- SAFES USED FOR BULK STOMNGE AND WORKI NG STOCK OF
CONTROLLED MEDI CI NALS WERE NOT PROVI DED.

- SAFES FOR BULK STOMGE AND WORKI NG STOCK OF CONTROLLED
MEDI CI NALS WERE NOT PERMANENTLY FASTENED BY WELDI NG OR
PEENI NG OVER BOLT ENDS.

- SAFES FOR BULK STOMNGE AND WORKI NG STOCK OF CONTROLLED
MEDI CI NALS VWERE NOT CO- LOCATED.

SEAWOLF:

- DI D NOT HAVE TWO BUI LT-1 N NARCOTI CS LOCKERS.

- ONE NARCOTI CS LOCKER WAS NOT PROVI DED AS THE MAI N MEDI CAL
LOCKER.

- THE LOCKERS WERE NOT PROPERLY DESI GNED.

NAVMED P-117, ART 21-24
COMSUBLANT/ PACI NST 6000. 2C
SEAWOLF BUI LDERS SPEC 652 AND 671

JSN :



